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Introduction: Bulk rock chemistry is an essential 
dataset in meteoritics and planetary science [1]. A 
common method used to obtain the bulk chemistry of 
meteorites is ICP-MS. While the accuracy, precision 
and low detection limits of this process are advanta- 
geous [2], the sample size used for analysis (~70 mg) 
can be a problem in a field where small and finite sam- 
ples are the norm. 

Fused bead analysis is another bulk rock analytical 
technique that has been used in meteoritics [3]. This 
technique involves forming a glass bead from ~10 mg 
of sample and measuring its chemistry using a defo- 
cused beam on a microprobe. Though the ICP-MS has 
lower detection limits than the microprobe, the fused 
bead method destroys a much smaller sample of the 
meteorite. Fused bead analysis was initially designed 
for samples with near-eutectic compositions and low 
viscosities. Melts generated of this type homogenize at 
relatively low temperatures and produce primary melts 
near the sample’s bulk composition [3]. The applica- 
tion of fused bead analysis to samples with non- 
eutectic melt compositions has not been validated. The 
purpose of this study is to test if fused bead analysis 
can accurately determine the bulk rock chemistry of 
non-eutectic melt composition meteorites. To deter- 
mine this, we conduct two examinations of the fused 
bead. First, we compare ICP-MS and fused bead re- 
sults of the same samples using statistical analysis. 
Secondly, we inspect the beads for the presence of 
crystals and chemical heterogeneity. The presence of 
either of these would indicate incomplete melting and 
quenching of the bead. 

Methods: We used ten diogenite meteorites as a 
means to evaluate fused bead analysis with non- 
eutectic melt compositions. Diogenites are Mg-rich 
orthopyroxenites from the asteroid 4 Vesta [4]. Sample 
splits of these meteorites were first inspected, then 
ground and thoroughly mixed. 50-80 mg and 10 mg 
aliquots of each sample were separated for ICP-MS 
and fused bead analysis, respectively. 

ICP-MS analyses were conducted at Rice Univer- 
sity using procedures described by [5]. Fused beads 
were measured using a CAMECA SX-100 electron 
microprobe at the University of Tennessee. Approxi- 
mately forty 10 ^im defocused beam analyses were 
taken per bead. These results were then tested for nor- 


mality and averaged into mean elemental concentra- 
tions for each sample. 

We compared concentrations of Ti, Al, Ca, Mn, 
and Fe between the two methods using Student’s t-test 
[6]. Si was not compared because Si is volatilized in 
solution ICP-MS. Mg was not compared due to vari- 
able ICP-MS results. If a given element in a particular 
sample passes the test, this means that the two methods 
measured the statistically same concentration. In as- 
suming that ICP-MS is correct we can deduce that 
fused bead analysis is accurate for a given element if 
the t-test is passed. 

Finally, in an effort to detect if the glass beads are 
crystal-free and to measure any chemical heterogene- 
ities, we made cross sections of three beads. These 
cross sections were remounted and examined for het- 
erogeneity (i.e. crystal formation) using the electron 
microprobe. 

Results and Discussion: Minor element concentra- 
tions had a high t-test success rate, with the exception 
of relatively low Al values. Note that Al concentrations 
were compared in only seven of the ten samples, due to 
non-normally distributed data (Fig 1). Fe, the one ma- 
jor element compared using methods, had a poor t-test 
success rate. 
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Fig. 1. Success of the student’s t-test in the ten samples. 
Gray boxes represent data that did not pass the test for nor- 
mality and have been omitted. 


We plotted the concentrations measured with both 
methods on a bivariate plot in an effort to detect any 
systematic variation. These results echo the t-test in 
showing a very strong 1:1 relationship in the minor 
element concentrations (Fig 2 A). A plot of Fe concen- 
trations reveals a trend much different than the ex- 
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pected 1:1 correlation between fused bead and ICP-MS 
(Fig 2B). These results suggest that in diogenite mete- 
orites, fused bead analysis can be used to accurately 
measure Ca, Mn and Ti. However, Fe (and presuma- 
bly other major elements) were not accurately meas- 
ured using this analytical method. Reasons into why 
this may be the case are explored below. 

Bead cross-sections were made in an attempt to de- 
tect heterogeneities in the bead composition and to 
look for quench crystals in the glass. The three bead 
cross-sections that were examined revealed a strong 
heterogeneity in Fe distribution within the bead, shown 
as light green in Fig 3. Within any give bead, the av- 
erage range of FeO was 16.1-17.4 wt.%. Abundant, 
Mg-rich quench crystals were also found (seen in Fig 3 
as blue, circular shaped objects). No significant het- 
erogeneities in minor element abundances were de- 
tected. 

The uneven distribution of Fe found in the bead 
cross-sections is the likely cause for the failure of the 
Fe t-tests. This, along with the presence of Mg-rich 
crystals, indicates that fused bead analysis cannot be 
used to accurately determine major element abun- 
dances (i.e. Mg and Si) in diogenite meteorites. It is 
likely that these problems would also arise if this 
method was applied to other, non-eutectic melt sam- 
ples. 

Conclusions: Fused bead analysis did not accu- 
rately determine bulk Fe concentrations in diogenite 
meteorites. This failure is the result of incomplete Fe 
homogenization in the glass. This, coupled with the 
presence of Mg-rich quench crystals, suggests that 
fused beads would produce inaccurate results for other 
major elements. The occurrence of these crystals and 
variation in Fe also implies that minor element distri- 
bution may be heterogeneous, though the sensitivity of 
the microprobe does not detect this. Even though most 
minor elements passed the t-tests, we are skeptical that 
fused bead analysis can be used to determine accurate 
bulk minor element concentrations in diogenites. 
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Fig. 2. Fused bead analysis vs. ICP-MS minor element 
(A) and Fe (B) concentrations. Minor elements closely 
match the idealized 1:1 relationshin while Fe does not. 
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Fig. 3. Backscatter electron images of three bead 
cross-sections showing a heterogeneous distribution of 
Fe (light green) and the presence of quench crystals. 


